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ABSTRACT 
A spinal cord injury (SCI) has a severe impact on human life in general as well as on 
the physical status and condition. The use of electrical signals to restore the function 
of paralyzed muscles is called functional electrical stimulation (FES). FES is a 
promising way to restore mobility to SCI by applying low-level electrical current to 
the paralyzed muscles so as to enhance that person’s ability to function and live 
independently. However, due to the limited number of commercially available FES 
assisted exerciser systems and their rather high cost, the conventional devices are 
unaffordable for most peoples. Thus, this project is concerned with the development 
of low-cost current controlled stimulator mainly for the paraplegic subjects. The 
developed device is based on a microcontroller, wireless based system using Zigbee 
module, voltage-to-current converter circuit and should produce accurate monopolar 
and bipolar current pulses, pulse trains, arbitrary current waveforms, and a trigger 
output for FES applications. A simple low cost current adjustable circuit for 
electrical stimulator was designed and developed whose output consists of current 
pulses with a wide range of rectangular waveforms (monophasic/biphasic), ranging 
from 10-120mA  with  a step  of  2mA  and  a time  resolution  of  10μs.  
The circuit also capable of adjusting the current amplitude, frequency and pulse 
width of the output signals. The advantages of the device are the high level of output 
current amplitude controlled by low level of control voltage, the capability of fine 
time and amplitude tuning, the vast range of output waveforms, wireless based 
system using zigbee module and the use of low cost electronics components in its 
structure which make it economically efficient for being used in various FES 
research studies as well.  
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ABSTRAK 
Kecederaan saraf tunjang (SCI) mempunyai kesan yang teruk kepada kehidupan 
manusia secara umum dari segi fizikal dan keadaan. Penggunaan isyarat elektrik 
untuk memulihkan fungsi otot lumpuh dipanggil ‘rangsangan elektrik berfungsi’ 
(FES). FES adalah cara yang berupaya untuk memulihkan pergerakan keatas 
individu SCI dengan menggunakan arus elektrik tahap rendah kepada otot lumpuh 
sehingga dapat meningkatkan kemampuan individu itu untuk berfungsi dan hidup 
berdikari. Walau bagaimanapun, oleh kerana alat senaman FES mempunyai jumlah 
yang terhad di pasaran komersial dan kos yang agak tinggi, alat konvensional adalah 
mahal bagi kebanyakan individu. Oleh itu, projek ini adalah berkenaan dengan 
pembangunan alat FES dengan kos rendah untuk individu SCI. Alat yang 
dibangunkan adalah berdasarkan kepada mikropengawal, sistem berasaskan tanpa 
wayar yang menggunakan modul ZigBee, litar penukar voltan ke arus dan berupaya 
menghasilkan signal arus elektrik monopolar dan bipolar, pawai signal arus elektrik 
dan output pencetus untuk aplikasi FES. Litar laras kos rendah yang mudah untuk 
FES telah direka dan dibangunkan yang terdiri daripada signal arus elektrik dengan 
pelbagai bentuk gelombang segi empat tepat (monofasa/dwifasa), yang terdiri 
daripada 10-120 mA dengan unit terendah 2 mA dan resolusi masa 10μs. Litar ini 
juga mampu diubahsuai dari segi amplitud, frekuensi dan lebar signal arus output. 
Kelebihan alat ini adalah kebolehan mengeluarkan output amplitud tinggi 
berdasarkan kawalan voltan yang rendah, keupayaan penalaan amplitud dengan 
resolusi masa yang rendah, pelbagai bentuk gelombang output, sistem berasaskan 
tanpa wayar dan penggunaan komponen elektronik kos rendah yang berkesan untuk 
turut digunakan dalam pelbagai kajian penyelidikan FES.
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CHAPTER 1 
 
   INTRODUCTION 
The loss of voluntary function in limbs and other body parts, also known as 
paralysis, is caused by disease or injury to the neuromuscular system. A subset of 
such disorders results from injury or disease that affects the central nervous system. 
Typical examples which lead to these disorders are stroke, spinal cord injury and 
traumatic brain injury. A common outcome of these injuries, which are classified as 
“central” since they occurred in the central nervous system, is that the lower 
motoneurons, which innervate muscles, remain intact. Thus, if electrical stimulation 
is applied to these neurons they can generate muscle contractions, which are 
otherwise paralyzed due to injury or disease to the central nervous system [1]. 
Since the early 1960’s electrical stimulation has been used to artificially generate 
body functions such as walking, grasping, and hearing [2]. Various commercially 
available electronic stimulators have been developed to restore these functions 
[3-13]. The majority of them have been developed having one application in mind 
and thus have limited flexibility, i.e., cannot be applied to restore other body 
functions [2]. In recent years, it has been suggested that the creation of a single 
programmable, portable and multipurpose electrical stimulator would allow 
practitioners to apply electrical stimulation to diverse patients in various applications. 
One of the long term objectives of our team was to develop a portable and fully 
programmable electrical stimulator that can be used in various functional electrical 
stimulation (FES) applications. FES is the use of electrical stimulation to generate 
or restore specific body functions. The focus of this work was to conduct the 
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appropriate research in relevant FES systems and applications, and use these results 
to develop the proof-of-concept controller subsystem that will be an integral part of 
the proposed FES system.  
1.1  Motivation 
Malaysian Institute of Road Safety Research (MIROS) carried out a study on both 
fatal and non-fatal injuries incurred by Malaysian motorcyclists from January to 
December 1998. For non-fatal injuries, the incidence of spinal injuries involving 
fracture of vertebra was 13 out of 226 patients (5.75%). For fatal injuries, no figures 
were reported on the incidence of spinal injuries.  Interestingly, the number of neck 
injuries was reported to be 11 out of the 186 cases (5.9%). Some statistics of interest 
(Malaysia Spinal Injury Association - MASIA ) There are about 12 to 53 new spinal 
injuries per million population in the developed countries every year. In the United 
States, at any one time there are 721 to 906 people with spinal cord injury per 
million population. The incidence (new spinal cord injuries) is expected to be 
much higher in our country. For example, in the Neurosurgical service in Sarawak 
General Hospital, there is a case of spine injury every month for patients admitted 
with head injury. There are more men injured compared to women in a ratio of 3.4:1. 
Typically these patients are young and two thirds of these occur in individuals less 
than 30 years of age. Motor vehicle accidents account for more than half of the 
spinal injury cases around the world. This however will vary from country to 
country. 20% to 57% of people with spinal cord injury also have significant injuries 
elsewhere. Up to 10% of spinal injury patients can have associated head injuries and 
about a quarter to half of head injury patients have a spinal cord injury. FES therapy 
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has the potential to assist individuals who are moderately to severely affected by 
stroke or SCI in restoring voluntary motor functions. This rehabilitation technique 
has shown great promise. A considerable number of studies [1, 16-28] indicate that 
the use of FES as a form of rehabilitation therapy provides the ability to restore 
voluntary body functions in individuals suffering from paralysis. For example, 
results obtained from [18] in improving voluntary hand and body functions.  Such 
results were attained from weekly training programs spanning 2 to 3 months pending 
patients’ pathology and availability to participate in the training. 
1.2  Problem statement 
FES is a promising way to restore mobility to SCI by sending electrical signals to 
restore the function of paralyzed muscles. In this technique, low-level electrical 
current is applied to an individual with disability so as to enhance that person’s 
ability to function and live independently [6]. It is important to understand that FES 
is not a cure for SCI, but it is an assistive device [7]. For SCI, the damage is only to 
the central nervous system, the muscle and its nerve supply remain healthy.  
 By using FES, the paralyzed muscle is possible to contract due to the 
reaction of the artificial electrical stimuli. FES system mainly consists of electrodes 
and a stimulator unit. Current pulses will be generated from the stimulator unit 
through the electrodes and these cause the paralyzed muscles to make contraction. 
The main objective of FES in injuries to the central nervous system is the 
substitution of the absent bioelectric activity with an appropriately formed series of 
electric pulses, generated by a stimulator, or the elimination of the hyperactivity in 
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paralysis and spastic paresis [8]. Basically, two electrodes are essential to close the 
current circuit of the stimulation system as shown in Figure 1-1. 
 
Figure 1-1 : A basic electrical stimulation system [5] 
 
 For many years, FES has been applied to restore or maintain muscle 
activities of paralyzed patients who suffer from spinal cord injuries and related 
neural impairments [9]. However, due to the limited number of commercially 
available FES assisted exerciser systems and their rather high cost, the conventional 
devices are unaffordable for most peoples. Moreover, it also inconvenient because 
of wired based system that creates a limitation in performing exercise.  
1.3  Aim and objective 
The development of low-cost and wireless based system current controlled 
stimulator for patients with spinal cord injuries are the aims of this research. The 
developed device is based on a voltage-to-current converter circuit, wireless based 
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system and should produce accurate monopolar and bipolar current pulses, pulse 
trains, arbitrary current waveforms, and a trigger output for Functional Electrical 
Stimulation (FES) applications. To achieve these aims, the objectives of this 
research are formulated as follows: 
i. To develop a low-cost FES circuit. 
ii. To design a wireless based FES. 
iii. To evaluate the proposed FES device performances through 
simulation study and validated through experimental work. 
1.4  Scope 
This device is mainly for SCI patients especially paraplegic subjects with using 
current controlled stimulator, zigbee wireless interface and surface electrodes 
method. A paraplegic is a patient who has lost some or all of the neurological 
function in their lower body. 
1.5  Thesis contribution 
This project is concerned with the development of low-cost current controlled 
stimulator mainly for the paraplegic subjects. The developed device will be based on 
a microcontroller, wireless based system using Zigbee module, voltage-to-current 
converter circuit and should produce proper monopolar and bipolar current pulses, 
pulse trains, arbitrary current waveforms, and a trigger output for FES applications. 
The performances of the device has be assessed through simulation study and 
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validated through experimental work. This developed device as in the new technique 
of the stimulator development with low cost and one of the contributing factors in 
Rehabilitation Engineering for patients with SCI. 
1.6  List of achievement 
1.6.1  Journal paper  
i. Aizan Masdar, B.S.K.K. Ibrahim and M. Mahadi Abdul Jamil, " 
Development of Low-Cost Current Controlled Stimulator for Paraplegics," 
International Journal of Integrated Engineering, Vol 4, No 3 (2012), p. 40-47. 
ii. A. Masdar, B.S.K.K. Ibrahim, D.Hanafi, F.Mohd.Nor and M.M. Abdul Jamil, 
" Wireless-Based Current Controlled Stimulator With Knee Angle Measurement 
System for Rehabilitation," Journal of Engineering Technology Vol. 3: 32-39, 2013 
1.6.2  Conference papers 
i. Aizan Masdar, B.S.K.K. Ibrahim and M. Mahadi Abdul Jamil, " 
Development of Low-Cost Current Controlled Stimulator for Patients with Spinal 
Cord Injuries," Proceeding of National Conference of Electric and Electronic 
Engineering (NCEEE), 2012,  pp. 124-129. 
ii. Aizan Masdar, B.S.K.K. Ibrahim and M. Mahadi Abdul Jamil, " 
Development of Wireless-Based Low-Cost Current Controlled Stimulator for Patients 
with Spinal Cord Injuries," 2012 IEEE-EMBS Proceeding of International 
Conference on Biomedical Engineering & Sciences (IECBES), Dec 2012, Langkawi, 
Malaysia. 
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iii. Aizan Masdar, B.S.K.K. Ibrahim, M. Mahadi Abdul Jamil, Dirman Hanafi, 
M. K.I. Ahmad and K.A.A. Rahman, " Current Source with Low Voltage Controlled 
for Surface Electrical Stimulation," 2013 IEEE 9th International Colloquium on 
Signal Processing and its Applications (CSPA), Mac 2013, Kuala Lumpur, Malaysia. 
iv. Aizan Masdar, B.S.K.K. Ibrahim, M. Mahadi Abdul Jamil and Dirman 
Hanafi,     " Wireless Surface Electrical Stimulation With Knee Joint Angle 
Measurement System Using Gyroscope and FlexBend Sensors," 2nd International 
Conference and Exhibition on Biosensors & Bioelectronics, 17-19 June 2013, Hilton 
Chicago/Northbrook, USA. 
v. Aizan Masdar, B.S.K.K. Ibrahim, M. Mahadi Abdul Jamil, Dirman Hanafi 
and K.A.A Rahman, " Knee Joint Angle Measurement System Using Gyroscope and 
Flex-Sensors for Rehabilitation," The 6th Biomedical Engineering International 
Conference (BMEiCON2013), 23-25 Oct 2013, Pavilion Queen’s bay Krabi, 
Thailand. 
1.6.3  Competition 
i. Participated in the Research & Innovation Festival 2012 (R&I Fest 2012) at 
Universiti Tun Hussein Onn, Batu Pahat, Malaysia with the title " Development of 
Low-Cost Current Controlled Stimulator for Patients with Spinal Cord Injuries," 
1.6.4  Grant 
i. Prototype Development Research Grant Scheme (PRGS) with amount of 
RM87,000 has been granted to complete this project. 
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1.6.5  Intellectual Property (IP) 
i. A Wireless Controlled Electrical Stimulator (Application No.: 
PI2014003466) has been filed. 
1.7  Thesis Overview 
This thesis describes a controller subsystem for use in the novel FES system being 
developed and it is organized as follows.                                  
 Chapter 2 goes over the required background research conducted in the area 
of FES neuroprostheses, including stimulation characteristics, relevant applications 
and previously developed FES systems.                                   
 Chapter 3 presents the methodology and the newly proposed FES system, 
including information on the overall system concept.      
 Chapter 4 provides an overview of the hardware and software system 
requirements and the high-level system design decisions on which the rest of the 
project is based on; including decisions on hardware platform, development software 
and structure concentrate on the components, which make up the controller subsystem.                       
 Chapter 5 presents the experimental setup and results which have been used 
to verify and validate the system’s design and operation.                  
 Chapter 6 presents the conclusion and future work of this project. 
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CHAPTER 2 
 
   A BRIEF REVIEW ON THE RELATED WORKS 
This chapter provides the required background information pertaining to FES 
systems, starting with a physiological overview of electrical stimulation and brief 
history of neuroprostheses. Then, the research results associated to the present state 
of the art in the FES field including potential applications and operating ranges of 
existing FES devices are presented. 
2.1  Physiological Overview 
Information in nerve cells is coded and transmitted as series of electrical impulses 
called action potentials (AP), which represent brief changes in cell electric potential 
of about 80 mV. APs can be artificially generated by inducing electric charge into the 
nerve cell or nerve axon. The intensity of the signal transmitted is direct proportional 
to the frequency of APs that occur in the axon per unit of time. When APs are 
generated using electrical stimulation and are used to produce a body function, it is 
referred to as FES. During FES, for every AP that propagates towards the end of the 
axon that is innervating a muscle, one AP will propagate backwards towards the cell 
body of the motoneuron [2]. FES is typically concerned with innervating a muscle as 
they generate muscle contractions in order to produce the desirable body function. In 
the case when the APs are generated by the central nervous system (instead of FES), 
the cell body receives AP driven inputs from dendrites, it summates the excitatory and 
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inhibitory APs, processes them and decides whether or not to generate an output AP.  
Following stroke or SCI the motoneurons do not receive appropriate input from the 
central nervous system therefore inhibiting muscle function. FES replaces this 
functionality by artificially generating required AP’s to elicit a desired musclelimb 
function. A neuroprosthesis is an FES device that provides short bursts of electrical 
impulses to the central or peripheral nervous system in order to generate sensory and 
motor function. Some example neuroprostheses, which have been developed in the 
past 40 years, include cochlear implants, bladder management stimulator systems, 
walking and grasping neuroprostheses [2]. Common components found in each 
neuroprostheses include a power source, a controller, a stimulus generator, user 
interface and electrodes. Nerves can be stimulated using surface, percutaneous or 
implanted electrodes. The stimulation waveforms are realized through current or 
voltage pulses which can be monophasic or biphasic. Monophasic pulses which 
deliver a single mono-polar pulse at a time are not usually used as they lead to an 
unbalanced charge delivery to the tissue, which can cause tissue damage [30]. Most 
modern FES systems implement biphasic current or voltage pulses, where the first 
pulse evokes an action potential and the following pulse removes the delivered charge, 
thereby preventing tissue damage from accumulated charge in the surrounding tissue. 
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2.2  Brief history 
The first “electric stimulators” may be dated back to 46 A.D. by Scribonius Largus, 
a physicist from Neron and physician to the Roman Emperor Claudius who applied 
electrical currents from the torpedo fish to treat various ailments such as headaches 
and painful gout [31]. The breakthrough in the medical use of electricity came from 
the invention of the electrostatic generator (~1663) and the discovery of the Leyden 
jar (1745) – the origin of the capacitor [31-32]. In 1766 Johann Gottlieb Scäffer 
published a book which provided a detailed description of the use of electrical 
discharges for treatments associated with paralysis and pain [32]. According to 
Scäffer, the greatest therapeutic effect was obtained with “shaking electricity” – 
when sparks were used to transmit the electricity to the patient, inducing strong 
muscular switches. In the early 1960s, Liberson and colleagues developed a simple 
neuroprostheses intended to correct drop foot. Drop foot is characterized by a lack of 
dorsiflexion during the swing phase of gait, resulting in short shuffling strides [33]. 
Liberson’s device is known as the first neuroprostheses which received a patent and 
was the initial push towards FES systems and devices. Liberson’s neuroprosthesis is 
comprised of a power supply worn on a belt, two surface electrodes to stimulate the 
common peroneal nerve, and a heel switch. The stimulation was activated whenever 
the heel rose off the ground and deactivated when the heel contacts the ground. 
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2.3  Stimulation Characteristics  
FES systems use electrical signals to activate nerve fibers and muscles in order to 
perform the desired function, these signals can be characterized in terms of shape, 
frequency, pulse-width (PW) and amplitude. Controlling stimulation parameters as a 
function of time, temporal activation of individual channels, and overall stimulation 
patterns are key aspects in the development of custom neuroprostheses. 
2.3.1  Stimulation Waveforms 
Throughout the years various stimulation waveforms have been used to provide 
neural excitation. These stimulation waveforms can be grouped into direct current 
(DC) flow (A), alternating current (AC) flow (B) or pulse shaped current flow (C). 
DC waveforms have been used clinically to increase circulation, to treat neuralgia, 
for electrolysis and as a tool for iontophoresis (transfer of ions through the skin) 
[30].  This type of stimulation waveform does not provide the means to activate 
muscle contractions; rather it produces muscle twitches associated with the start and 
end of the DC waveform. AC waveforms are defined as a constant current flow 
moving in one direction and then in the reverse direction. These waveforms can be 
of any shape including sinusoidal, square, triangular, and trapezoidal. Common 
characteristic of such waveforms are the lack of electrical silence between phases. 
Similar to DC waveforms, AC waveforms are not usually used for therapeutic 
stimulation, unless they are packaged into on-off envelopes (with electrical silence 
between each envelope) or further modulation. Low frequency sinusoidal 
stimulation is known to be effective in activating denervated muscles [34]. Pulse 
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shaped waveforms have contributed to the effectiveness of today’s practical FES 
applications such as transcutaneous electrical nerve stimulation (TENS) for pain 
management and neuromuscular electrical stimulation (NMES) programs for muscle 
strengthening.  These pulsed current waveforms can be defined as providing 
discrete electrical pulses of known waveform, frequency, amplitude and PW.  Most 
of today’s FES is done using pulsed stimulation waveforms.  Pulse shapes 
commonly used are rectangular, which rise abruptly (eliminating any concern of 
nerve accommodation), stays at constant amplitude for a determined period of time 
and then falls abruptly. These rectangular pulses can be generated in different 
configurations, each having its own purpose and use.  Monophasic pulses move 
current only in one direction.  When these pulses are used for TENS or NMES 
applications, they have the likelihood of causing electrode deterioration and tissue 
damage (skin irritation or rash when surface stimulation is used) when used for 
prolonged periods of time (over an hour) [30]. This effect is due to the altering of 
ionic distributions and causing polarization which leads to tissue breakdown and 
burns. Although the effect of ionic distribution is not desirable, monophasic 
waveforms are still used in some short-term therapeutic TENS applications. The 
unequal ion transfer can be reduced by using biphasic (symmetrical or 
asymmetrical) stimulation pulses.  In the case of asymmetric biphasic waveforms 
one direction of current is enough to cause excitable tissue to depolarize, while the 
opposite direction is lower in amplitude but proportionally longer in duration 
minimizing neural excitation. The overall effect of the stimulation is similar to the 
Monophasic waveform, but with a reduction of ion redistribution. The area under 
these pulses indicates the amount of charge that is delivered to the tissue. These 
waveforms can be either balanced or unbalanced – in terms of the area under each 
pulse within the period. The most common and desirable biphasic waveform is the 
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balanced charge pulse waveform, which further reduces issues of ion build-up.  
The symmetric biphasic waveform has equal amplitude and duration in both 
directions.  Since both the positive and negative pulses are equal, they both are 
effective in causing depolarization in the excitable tissue and are usually used for the 
activation of large muscles [30]. Overall most FES applications desire the use of 
biphasic pulse waveforms, especially when they are used for prolonged periods of 
time. Another characteristic used in generating a pulsed waveform in FES 
applications is that of alternating the positive and negative pulses after each period.  
This waveform pattern is used in conjunction with each type of pulse waveform.  
These pulses are used for customized FES applications that are developed to 
enhance performance in professional athletes. 
2.3.2  Stimulation Waveform Parameters 
As described in Section 2.3.1, electrical stimulation can be delivered through various 
types of waveforms which work best in certain applications.  In modern FES 
systems, the waveforms most commonly used are pulse shaped waveforms.  Aside 
from the configuration of overall pulse pattern, these waveforms all have a pulse 
frequency, amplitude and PW which can be configured to elicit the desired 
functionality. 
2.3.2.1  Frequency 
The frequency of the stimulus signal directly influences the strength and quality of 
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the evoked motor response [30].  Therefore the pulse repetition is directly related to 
the rate at which neural fibers produce AP’s.  Over the years, specific stimulation 
frequencies ranges have been determined to work best depending on the intended 
application, these frequency-range values based on the electrical stimulation 
application have been summarized in Table 2-1 below. 
Table 2-1: Application specific stimulation frequency [16] 
Application Frequency Range (Hz) 
Neuromuscular   20 - 50 
Spasm reduction and relaxation         1-3 
Increased blood flow  7-9 
Endurance   10-20 
Resistance and hypertrophy   50-70 
Strength   75-100 
Explosive strength   101-120 
2.3.2.2  Amplitude and Pulse-width 
The amplitude and PW of the stimulus signal must be intense enough to at least meet 
the threshold of the excitable tissue to generate AP’s.  In today’s FES systems 
typical values for PW are between 50 and 800 µs, if the PW is lower, higher 
amplitudes are required to achieve the required depolarization threshold.  
Stimulators which provide both amplitude and PW control are more commonly 
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found in units designed for pain management, but occasionally these controlsare also 
found in neuromuscular stimulation systems as well [30].  Figure 2-1 below 
displays the amplitude vs. PW relation for the threshold limit for excitation to 
muscle contraction and motor response.  This data was collected from stimulating 
the wrist extensors using surface electrodes, with a frequency of 32 Hz and a 
constant-current stimulator. 
 
Figure 2-1: Amplitude and PW for muscle tissue excitation [30]. 
2.3.3  Stimulation Programmability 
The degree of programmability that a universal stimulator must be capable of on top 
of configurable waveforms and parameters is especially important in neuromuscular 
stimulators intended to perform complicated functional tasks such as grasping, 
reaching, walking, and standing.  This added degree of complexity introduces more 
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capacity and intelligence within the stimulator to provide the user or clinician with 
the ability to configure and program the stimulator system to perform the desired 
function(s).  Descriptions of stimulation programmability functionality will be 
provided with possible example applications.  The initial assumption is that the 
stimulator is able to provide constant stimulation with the desired initial waveform 
and parameters on each of its channels. 
2.3.3.1  No Stimulation 
During a stimulation sequence having the ability to stop stimulation on a particular 
channel for a certain period of time is an important requirement. This capability is 
essential when trying to use a multiple channel stimulator to stimulate specific 
muscles at different times or if one channel is used to provide more than one distinct 
muscle contraction on a single muscle with a pause between each. Once can utilize 
this ‘OFF’ stimulation in series with ‘ON’ stimulation intervals to achieve these 
kinds of stimulation patterns as shown in Figure 2-2 below. 
 
Figure 2-2: ON and OFF stimulation pattern illustration [30]. 
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2.3.3.2 Stimulation ramps 
The comfort of stimulation can be increased with the use of ramps.  Ramps 
gradually increase or decrease the intensity of stimulation (PW or amplitude) over a 
pre-defined period of time, as shown in Figure 2-3 below (in this particular figure 
amplitude intensity control was used).  This feature provides gradual excitation of 
increasingdecreasing numbers of nerve fibers that areactivated using FES.  There is 
no difference in sensation or quality of nerve fiber recruitment between increasing 
amplitude or PW variables, most stimulators today use PW modulation to create the 
ramp effect [30].  Ramps can be used to ramp up or ramp down the stimulation 
intensity.  Ramp up is commonly used to provide comfort for the individual 
receiving the stimulation.  Ramp down is used mostly as a safety precaution, for 
example in allowing a limb to return to resting position in a controlled manner. 
 
Figure 2-3: Stimulation ramp up and down illustration [30]. 
2.3.3.3  Adjustable waveform parameters 
The ability to pre-configure change of stimulation waveform parameters during a 
stimulation sequence is another valuable function.  These pre-configured parameter 
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changes can be associated with changing the stimulation frequency, amplitude and 
PW ( as shown in Figure 2-4 ).  This type of stimulus pattern is used when 
producing cycling limb functions, such as walking, where during one part of the 
movement cycle one level of muscle contraction is required and during another part 
of the movement cycle a different level of muscle contraction is needed. 
 
Figure 2-4: Amplitude change illustration [30]. 
 
2.3.3.4  Stimulation channel synchronization 
When the stimulation protocol makes use of multiple stimulation channels, there 
usually arises a need to synchronize the stimulation between these channels, i.e., to 
temporarily coordinate the stimulation channels.  The ability to enable channel 
synchronization at specific points in the protocol is a frequent requirement, for 
example in neuroprostheses for grasping and walking, where certain muscles need to 
be activated in a coordinated manner. 
20 
 
2.3.3.5  Task loops 
It is frequently required to create FES protocols in which certain stimulation 
patterns are repeated a certain number of times.  These protocols may have a 
stimulation pattern nestedwithin another pattern.  In such cases, nested loops of 
stimulation patterns need to be created and for that purpose nested loop functionality 
is required.  In some cases these nested loops can be infinite in nature, i.e., they are 
occurring continuously as long as the stimulator is active. 
2.3.3.6  User interactions 
User interactions are used to help activatetrigger the stimulator.  For that purpose 
one would use a function that continuously monitors digital and analog inputs.  
When a specified analog or digital input pattern is detected by the stimulator, the 
stimulator uses that signal to trigger the stimulation or to cause a change in the 
stimulator’s state [36].  For example, analog inputs (such as a sliding 
potentiometer) can be integrated to regulate intensity of stimulation, i.e., as the 
analog signal increases in voltage, the stimulation amplitude increases [25].  The 
user interactions are critical as they allow the user to initiate, pause and re-direct the 
stimulation protocol. 
2.3.3.7 User alerts  
The final stimulation characteristic in which can be advantageous to integrate as part 
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of a stimulation protocol is the use of visual and audible alerts.  The stimulator can 
produce a text message and specific sound to alert the user in the current state of the 
stimulator, i.e., to indicate important changes in the stimulation protocol that is 
delivered by the FES system.  Some examples of such events include safety 
stimulator shut-down warnings and indications that the stimulator will start or 
resume stimulation. 
2.4  FES Applications 
Today electrical stimulation is used in various applications: a) for total or partial 
function substitution (for example neuroprostheses for walking, grasping, and 
bladder voiding).  In these applications electrical stimulation is better known as 
functional electrical stimulation (FES).  b) For reducing the level of motor 
impairment or for improving the psychiatric condition of the patient through 
neuromodulation (deep brain stimulation in patients with Parkinson’s disease, 
essential tremor and depression), and c) for restoring voluntary motor function 
following short-term use of FES as a therapy (improving voluntary walking, 
reaching and grasping functions).  The devices used in these applications deliver 
the desired electrical stimulation through surface, implanted or percutaneous 
electrodes.  This thesis is concerned with FES applications which include both 
orthotic and therapeutic applications (application areas a) and c) detailed above).    
Surface FES systems apply self-adhesive or non-adhesive electrodes placed on the 
skin surface just above the muscle that needs to be stimulated.  These FES systems 
are external to the body and used as orthoses to provide function substitution or as 
therapeutic systems to help restore voluntary motor functions following a 
22 
 
neurological injury or diseases [3-11].  Implanted FES systems are intended for 
more permanent applications, i.e., orthoses that are used to substitute a function at 
all times [12].  Most, if not all components of the implanted FES systems are 
internal to the body where the stimulation electrodes are always implanted.  These 
systems may include external sensors and a controller which communicate with the 
implant component.  Common examples include cochlear implants, bladder 
management systems and neuroprosthesis for grasping.  Percutaneous FES systems 
are those which have electrodes implanted in the body while the rest of the system is 
external to the body, i.e., the stimulation electrodes are inserted into the muscles and 
the leads that connect the electrodes to the stimulator penetrate the patient’s skin 
[13].  These systems have been used as orthotic devices and recently have been 
used to deliver FES therapy for walking [37]. 
2.5  Past and Current FES Systems 
Applicable examples of past and current commercially available electric stimulators 
used for various FES applications include:  Bionic Glove (Neuromotion Inc.), 
NESS H200 (BIONESS Inc.), ODFS ®  Pace (Odstock Medical Ltd), NESS L300 
(BIONESS Inc.), WalkAide (Innovative eurotronics), Parastep (Sigmedics Inc.), 
300PV (EMPi), MOTIONSTIM 8 (Medel), Compex2 (Compex SA), Compex3 
(CefarCompex), Freehand (NeuroControl), and the NeuRX DPS™ RA4 (Synapse 
Biomedical Inc.).  These stimulation systems are divided into surface and 
implantablepercutaneous systems. 
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2.5.1  Surface FES Systems 
In surface FES systems, the entire system, including stimulating electrodes are 
external to the body.  Surface stimulation is delivered using self-adhesive or 
non-adhesive electrodes, which come in a variety of shapes and sizes.  These 
systems are non-invasive, electrodes are easy to apply, are generally less expensive 
and safer.  However, since the stimulus signal must travel through skin, 
considerably higher-intensity signals are required due to the higher impedance of 
skin and dispersion of the signal when compared to subcutaneous or implanted 
stimulation electrodes.  Typical current amplitude ranges are from 10 to 150 mA in 
surface stimulation [2].  Another limitation of surface stimulation is the targeting of 
deeper nerves and muscles such as the hip flexors.  The following subsections 
provide further information on past and current commercially available surface FES 
systems. 
2.5.1.1  Bionic Glove 
The Bionic Glove developed by Neuromotion Inc is a four-channel neuroprostheses 
to assist with grasping [3].  Self-adhesive electrodes are placed over specific 
muscles.  The glove is fitted over the foreRenesas and wrist allowing the internal 
panels to make electrical contact with the electrodes.  The system activates muscles 
to produce pinch-grip or hand opening functions among subjects with C5-C7 SCI 
and a small percentage of hemiplegic individuals who have some active wrist 
movement.  Figure 2-5 shows the Bionic Glove in use during a pilot study 
conducted with C5-C7 SCI individuals [24, 38]. 
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Figure 2-5: Bionic Glove [3] 
2.5.1.2  NESS H200 
The BIONESS NESS H200 is a non-invasive hand rehabilitation system intended as 
a neuroprosthesis for grasping in patients with neurological damage secondary to 
stroke, traumatic brain injury, and SCI [4].  The system consists of a specifically 
designed wrist hand orthoses with five surface electrodes for finger and thumb 
extensors and flexors, which are able to generate lateral and palmar grasp and 
release with stimulation [17].  A cable connects the orthosis to a portable control 
unit as shown in Figure 2-6. The control unit contains pre-programmed 
openingclosing stimulation patterns that the user can activate with push button 
controls.  The patient is also able to increase or decrease grasping force using push 
buttons. 
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